[Our experience in testing the lacrimal drainage system using radionuclides (nuclear dacryocystography with 99mTc O4)].
The function of the lacrimal drainage system was tested in 5 patients and 3 controls by scintigraphy with a Pho-GAMMA HP-1206 Nuclear scanner Chicago, coupled with a visualization system and data processing device of type MB 9101-GAMMA.